[Removal of broken interlocking nails and reosteosynthesis--related clinical problems].
Nine patients with six fractures of the intramedullary cannulated nails and four Gamma nails are presented. In five patients broken implants had been removed by simple and safe method by use of tape extractor and than four patients has had intramedullary reosteosynthesis by closed method. The main causes in most cases were technical errors and early full weighbearing.